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SBE Pressure Test Certificate

Test Date:  4/19/2007

Job Number: 46351

SBE Sensor Information:

Model Number:  16P
Serial Number: 5166

Pressure Test Protocol:

Low Pressure Test:

Description SBE-16Plus SeaCat

Customer Name COMM TECH

Pressure Sensor Information:

Sensor Type: DigiQuartz
Sensor Serial Number: 104227
Sensor Rating: 6000

40 PSI Held For 15 Minutes

High Pressure Test: 6000 PSI Held For 15 Minutes

Passed Test:

Tested By: PC
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